[Operational tests of "MOST", a new membrane oxygenator].
Functional and service characteristics of a Soviet membrane oxygenator are determined and compared with analogous foreign models. Results of hygienic examinations including medico-chemical and toxicological trials made it possible to evaluate oxygenator effects on a living organism.